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Abstract. Three-dimensional (3D) surface scanning includes techniques of image acquisition and image processing. Among the former, hard¬ 
ware devices ( e.g ;, portable and non-portable scanners, camera) capture images from the target, whereas image processing is conducted via 
specialized software, in which acquired images are processed to merge them into a single 3D surface model. Image surface scanning com¬ 
prises a wide variety of devices which incorporate different image acquisition techniques, all of them with potential high standards results. 
We describe four different scanning devices and techniques commonly used in vertebrate paleontology in order to compare them in terms of 
pros and cons, considering different variables, such as scanning time, post-processing time, costs and image resolution. The decision on 
which device to choose will depend on the budget available, the portability as well as the nature of the fossil material being analyzed [e.g., size, 
weight, accessibility). In the light of this, photogrammetry constitutes the image surface technique which fulfills these requirements, having 
the best cost-benefit relationship. 

Key words. Fossils. Laser. Photos. Software. Post-processing. 

Resumen. ADQUISICION DE IMAGENES EN TRES DIME NS I ONES MEDIANTE ESCANEO DE SUPERFICIE EN PALEONTOLOGIA DE VERTE- 
BRADOS: REVISION DE TECNICAS PRINCIPALES. El escaneo de superficie incluye tecnicas de adquisicion de imagenes y su procesamiento. 
La adquisicion se Neva a cabo a traves de diferentes dispositivos [e.g., escaneres portables y fijos, camaras) que capturan imagenes del obje- 
tivo, mientras que el procesamiento se realiza a traves de software especializado en el cual las imagenes adquiridas son procesadas para fu- 
sionarlas en una imagen simple en tres dimensiones. El escaneo en 3D en paleontologia de vertebrados incluye una gran variedad de 
dispositivos que incorporan diferentes tecnicas de adquisicion de imagenes, los cuales son descriptos y comparados aqui, en terminos de sus 
ventajas y desventajas, considerando el tiempo de escaneo y post-procesamiento, costos y calidad de imagen. La decision de que dispositivo 
elegir dependera, principalmente, del presupuesto, la transportabilidad y de la naturaleza del material fosil a ser escaneado [e.g., tamano, peso, 
accesibilidad). En este sentido, la fotogrametria constituye la tecnica de escaneo de superficie que posee la mejor relacion costo-beneficio. 

Palabras clave. Fosiles. Laser. Fotos. Software. Post-procesamiento. 


The using of three-dimensional (3D) imaging has become a 
widespread trend in vertebrate paleontology since the pio¬ 
neer works on this field, about 20 years ago [e.g., Brochu, 
2000; Rayfield et al., 2001; Hutchinson and Garcia, 2002; 
Breithaupt etal., 200A; Wilhite, 2003, 2005; Witmer, 200A; 
Matthews et al., 2006; Sereno etal., 2007). 3D digitization 
allows studying a variety of topics, from biomechanics of lo¬ 


comotion [e.g., Hutchinson etal., 2005; Gatesy etal., 2009; 
Manning etal., 2009; Mallison, 2010; Bates and Schachner, 
2012; Maidment et al., 201A; Reiss and Mallison, 201A; 
White et al., 2015; Brassey etal., 2017; Otero et al., 2017, 
2019; Sellers et al., 2017; Klinkhamer etal., 2018a,b), 
feeding modes [e.g., Degrange etal., 2010; Hernesniemi et 
al., 2011; Young etal., 2012; Sharp, 201A; Cuff and Rayfield, 
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2015; Lautenschlager et al., 2016; Konietzko-Meier et al., 
2018), and also trackways ( e.g., Bates etal., 2009; Falkingham 
et al., 2009, 2014, 2018; Falkingham and Gatesy, 2014), 
without the need to manipulate large, heavy and fragile 
bones, through the production of simulations. 

3D imaging of fossils including internal structure infor¬ 
mation (whole 3D imaging) can be achieved via computer- 
aided X-ray tomography (CT; e.g., Brochu, 2002; Dominguez 
Alonso etal., 2004; Sereno etal., 2007; Paulina-Carabajal et 
al., 2014; Knoll etal., 2015; Stocker etal., 2016). Whereas 
CT Scanning demands the researcher take the fossil speci¬ 
mens to the scanning device facility (i.e., medical tomograph, 
micro-tomograph, synchroton microCT), surface scanning 
can be achieved by means of portable devices, which can be 
taken where the fossils are housed or even to the field 
where the fossils are still in situ (e.g., Wilhite, 2003; Vizcaino 
etal., 2011; Falkingham and Gatesy, 2014; Xing etal., 2016; 
Otero et al., 2017). Ultimately, the nature of the fossil ma¬ 
terial being analyzed (e.g., size, weight, accessibility) and the 
purpose of the study to be undertaken (i.e., with or without 
internal structure information) will determine the final 
choice of either whole or surface 3D imaging. 

In general, 3D surface scanning includes the techniques 
of image acquisition and image processing. The former is 
conducted via any kind of hardware device (e.g., scanner, 
photographic digital camera), and the latter via specialized 
software, in which acquired images are processed to merge 
into a single 3D surface model in different formats (e.g., .ply, 
.obj, .stl). 

Here we present a compilation of surface scanning tech¬ 
niques for 3D acquisition most-commonly used in verte¬ 
brate paleontology, discussing their scope and limitations 
in terms of image resolution, portability, scanning time, 
post-processing time, and costs. 

A summary of the different scanning techniques and 
devices involved are presented in Table 1. 

Articulated arm 

Today one of the most used devices to obtain 3D 
landmarks to perform geometric morphometries is the 
MicroScribe®, based on an articulate-arm CMM (coordinate 
measurement machines) (Fig. 1.1), incorporating different 
models, each of them having two maximum work sphere 


diameters. Most advanced arm models present five or six 
degrees of freedom (DOF; translation and rotation in three 
perpendicular axes), also incorporating 3D laser scanner 
to digitize surfaces. Thus, the articulated arm can be either 
useful for 3D landmarks acquisition (e.g., Milne etal., 2009; 
Couette and White, 2010; Cassini, 2013) and to obtain 3D 
images as well (e.g., Wilhite, 2003). 

All the scribes come with a MicroScribe® Utility Soft¬ 
ware (MUS) which connects the device to a computer via 
USB 1.1 or RS-232C serial port. This software utility allows 
exporting digitized coordinates (i.e., x, y, z collected points) 
in real time to an American Standard Code for Information 
Interchange (ASCII) plain text, Microsoft Excel or Word. 
Matrices of 3D coordinates can be imported into morpho¬ 
metric software such as Morphologika®, MorphoJ®, R®, etc. 
Coordinates can be exported in real time also into CAD 
(Computer-Aided Design) 3D software (e.g., AutoCAD®, 
Rhinoceros®, etc.), which is particularly useful to obtain 
mesh surfaces of non-complex objects. To obtain 3D 
meshes using MicroScribe®, accessory bold tips (probes) are 
needed. These probes have different ball sizes, which can 
be displaced along the specimen avoiding damage (e.g., 
scratches occasioned by the sharp default tip). Different 
approaches can be followed to obtain a 3D mesh. 

3D meshing. There are different ways to obtain a 3D surface 
from a point cloud obtained by a CMM. All of them share the 
fundamentals, first obtain the 3D coordinate point cloud 
over the specimen surface, and then obtain the surface via 
software (see Tab. 1) for processing and editing 3D meshes 
(Fig. 2). We provide here some advice and procedures used 
for different purposes. 

In the same way that for taking landmarks, it is very im¬ 
portant to ensure that in each session (for different views) 
the relative position of the device and specimen must keep 
constant. In doing so, white clay or any other methods to 
immobilize the specimen are crucial. In order to digitize the 
complete specimen, it will take more than one session 
which depends mainly on the stylus accessibility to the 
anatomical discontinuities of the specimen, as well as the 
attachment sites for immobilize the specimen. For example, 
a skull would probably take at least two different positions 
relative to the device, one dorsal and one ventral, and per¬ 
haps some more. In this case, the MUS has the option of 
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Figure 1. Tooth usual area estimation and estimation using MicroScribe® device; 1, MicroScribe® articulated arm; 2, dental series of the 
Pleistocene glyptodont Neosclerocal/ptus (MACN-PV 8579, Museo Argentino de Ciencias Naturales "Bernardino Rivadavia"); 3, usual area es¬ 
timation multiplying length x width; 4, three-dimensional area measurement using Rhinoceros® (CAD software), based on the points obtained 
by MicroScribe®. Command line showed area measurement and boxes: different norms from Rhinoceros® work space showing the points 
sampled, polylines, and reticular mesh in different views. Modified from Vizcaino etal. (2016). Scale bar= 5 cm. 


configure the reference frame. When used for geometric 
morphometric the "World Frame" is the common default 
used option (with the origin at the base of the articulated 
arm). Alternatively, a "custom frame" can be setup, in which 
origin, x-direction and /-direction should be taken over the 
same points over the specimen before each session and 
every time we move it respect to the CMM. This will have 
fixed the coordinate system in our specimen, and avoid 
the need for any post-processing algorithm to match the 
different views. 

The next step is to take as many points as needed to 
describe the surface. At this point, many variants can be 


used but all share the fact that we must slide the probe tip 
over the specimen. In order to avoid any damage to speci¬ 
men integrity (e.g., scratches) an accessory probe with a bold 
ball at the tip must be acquired and interchanged (besides, 
the default tip is still needed to configure accurately the 
"home position" and the "custom frame"). With the proper 
probe, many approaches from random to planed sliding 
movements along the specimen surface could be used while 
collecting data points. It is noteworthy that unlike land¬ 
marks data, to obtain 3D surfaces the order of the digitized 
points is irrelevant (Fig. 2.2-3). Irrespective of movement 
chosen, the MU5 again provide very useful options of "Auto 
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Scan". This function configures the MicroScribe® to au¬ 
tomatically collect a new point at constant time interval 
(e.g., each 2 seconds) or space displacement of the probe 
tip (e.g., each 0.5 mm) while the user keeps pressing the 
measuring button. 

In addition, the MUS has the option called "scan planes" 
which allows collecting points in slices along the surface 
(Fig. 2.7-9). In doing so, the user must configure the initial 
plane in the front of the object with three points (pi, p2, and 
p3), define the axis of the direction (at the back of the ob¬ 
ject) and how many planes (slices) will be used. This option 
is appropriated to obtain 3D meshes from quite simple sur¬ 
faces (e.g., long bones diaphysis, mammal's cranial rostrum 
and vault, etc.). 

The following steps involve exporting the point cloud 
to a software for processing and editing 3D meshes. Some 
of them, as Rhinoceros® (proprietary software), allows to 
connect the MicroScribe® directly and import the point data 
at the same time we are digitizing. That approach was used 
by Vizcaino et at. (2011) to measure the tooth occlusal sur¬ 
face area in glyptodonts (Fig. 1.2-4) as a tridimensional 
structure. When direct import of data is not possible, as in 
Meshlab® (http://www.meshlab.net/; Cingoni eta!., 2008; 
Ranzuglia etal., 2013), the point cloud should be saved in 
a generic ASCII (American Standard Code for Information 
Interchange) point list ".txt" file (or similar) prior to be im¬ 
ported. At this step, these points now are interpreted as 
vertices, which define edges that describe faces in a polygo¬ 
nal mesh. In order to obtain a mesh, we first need to apply 
an algorithm to compute normals (e.g., the compute normal 
for point sets in the "Normals, Curvatures and Orientation" 
in the MeshLab® filter menu). Selecting the option "show 
normal" in Render menu will help us to visualize them and 
adjust the parameters other than the defaults. It is note¬ 
worthy to state that the more uniform the cloud point dis¬ 
tribution is, the easier to any algorithm to compute the 
vertices' normal properly (i.e., when all goes in the right di¬ 
rection). Finally, we can obtain the mesh using the "Surface 
Reconstruction: Poisson" in the Remeshing, Simplification 
and Reconstruction option of the Filter menu of MeshLab®. 

MicroScribe® systems are not cheap. The size and weight 
depend on the election of a system based on workspace 
available for digitizing, which in fact is constrained by the 


study object. However, as it was seeing above, there are 
solutions to digitize an object larger than workspace. The 
MicroScribe® is an excellent tool to fast capture 3D land¬ 
marks. Therefore, they are a good election to collect large 
samples to be analyzed by geometric morphometric 
methods. Although nice 3D meshes can be obtained from 
point data collected by a MicroScribe® (e.g., Wilhite, 2003), 
it is not the most efficient tool since it requires time spent 
in the task (but see time needed by some desktop 3D scan¬ 
ners like NextEngine®). In addition, post-processing could 
be done by any CAD software that allows working with 
point clouds, for processing and editing 3D meshes, which, 
in general, do not require powerful GPU and CPU processors 
(except when the point clouds are extremely large) but 
some knowledge on 3D design. MicroScribe® arms need 
safe cases (e.g., Pelican®) for transportation with their con¬ 
sequent charges by baggage weight excess, number and 
volume. Customs regulations when traveling between 
different countries could demand presentation of official 
documents related to the use or property of the tool. Re¬ 
suming, for those people who already have a microscribe, 
3D surface modeling of medium to large sized specimens 
could be added as a bonus function but it could not be con¬ 
sidered as primary tool for this. 

Portable laser scanner 

This device is exemplified here by the NextEngine® 
portable scanner, composed by the proper scanner device, 
an auto-positioner base to hold and rotate the specimen to 
be scanned, and proprietary post-processing software 
(Fig. 3). The portable scanner captures objects in full colour 
with multi-laser precision, measuring 50000 points per 
second, which is a huge improvement respect to meshes 
obtained via a digitizer arm, and without the need to touch 
the specimen to capture the surface. 

3D meshing. Three main steps can be summarized: scanning, 
processing, and scaling. The scanning process can be 
achieved through 360°, bracket or single. The first approach 
scans the object from every angle and the number of divi¬ 
sions will control the degree of rotation between scans 
and the total number of scans. The individual scans will be 
grouped as a family. The bracketing includes three con¬ 
secutive angles and the number of divisions will control the 
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Figure 2. 3D point clouds and surface mesh from MicroScribe®. 1, skull of Megatherium americanum (MLP 2-64) in left lateral view; 2-3, 
Meshlab® screen capture from imported point cloud from a .txt file with coordinates digitized using random sliding movements (green points) 
in 2, dorsal, and 3, left lateral views; 4-6, 3D surface mesh: with vertices (red points), faces (grey triangles) and edges (black lines) in 4, 
dorsal, 5, left lateral, and 6, perspective views; 7-9, Meshlab® screen capture from imported point cloud from a .txt file with coordinates 
digitized using "scan planes" option in MU5 (blue points) in 7, dorsal, 8, left lateral, and 9, perspective views; 10-12, 3D surface mesh: with ver¬ 
tices (red points), faces (grey triangles) and edges (black lines) in 10, dorsal, 11, left lateral, and 12, perspective views. Scale bar= 10 cm. 
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degree of rotation between scans. The three scans will be 
grouped as a family. Finally, the single scan includes only 
one angle scanning. 

Although this scanner is provided with a fixed base 
where the object should be positioned, if the object to be 
scanned is too large, it can be positioned outside the fixed 
base and be scanned using a tripod and moving the scanner 
to cover the entire surface. 

After the acquisition of a significant number of scans 
(/'.e., the entire surface covered), the next step is to align all 
scans using the provided software (ScanStudio®, for faster 
processing, ScanStudio HD® is sailed separately). Alignment 
proceeds through the identification of homologue points 
(landmarks) between each scan family. Thus, it is highly 
recommended to include artificial landmarks (such as putty) 
to the fossil before the scanning to ease the aligning pro¬ 
cess (Fig. 3.2-A). 

Specimens with complex structures including holes, 
spines, bridges, arches and blade-like parts will need extra 
captures to get the surface completely scanned and an 
additional time during alignment. Attenuation of glossy 
surfaces is recommended before scanning, by using of 
inert talc powder (a brush with talc is provided with the 
NextEngine®). 

Finally, the 3D models generated by ScanStudio HD® 
can be exported as .stl, .obj, .vrml, .xyz and other formats, and 
imported into design software like SolidWorks®, Autodesk® 
3ds Max®, Rhinoceros®, among others. As 3D models are 
generated with high resolution, the latter can be reduced 
using "Quadric Edge Collapse Decimation" in the Remeshing, 
Simplification and Reconstruction option of the Filter menu 
of MeshLab®. 

Portable desktop Laser Scanners are not expensive, and 
a significant part of the cost is comprised in the proprietary 
software needed to run the scanning and built and export 
the models. Capture and post-processing times are large, 
which is a limit factor when visiting collections. Although 
the size is a bit smaller than a digitizer arm, a safe case is 
needed for transportation (e.g., Pelican® 72 x AA x 27 cm). 


allow the 3D capture of complex objects. Several types of 
handheld scanning systems are available, but all share the 
same disadvantages: their high cost due to a high purchase 



Handheld 3D scanners 

Handheld 3D scanners (Fig. A) are gaining popularity in 
this fast-growing market, because they offer flexibility and 


Figure 3. NextEngine® portable scanner and ScanStudio® functions; 
1, skull of Lyncodon bosei (MLP 5A-III-5-1) in left lateral view; 2, 
NextEngine® parts and fossil mounted; 3, trim (i.e., prune) function; 
A, align function; 5, merged mesh. Scale bar= 2 cm. 
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price and powerful computers to acquire and handle the 
pictures. However, these disadvantages are relative when 
compared to the large number of advantages, including 
fast image capture and high transportability. 

The properties to be taken into account to know why 
this technology adds more and more followers, includes 
its image mode, the average density of the mesh in the 


scanned area, the average time of acquisition of meshes, 
the precision, and the post processing. Currently, these 
types of scanners have shown that they are capable of 
generating meshes as dense as those formed from CT 
slices, but in a tenth of the time and without the need for 
assistance of a highly qualified technician. The funda¬ 
mental principle from which these scanners operate is the 



Figure 4.1-3, Artec® Space Spider® handheld scanner; 1, operation of Artec® Space Spider® handheld scanner on a vertebra; 2, detail of the 
real time 3D image capture; 3, merged mesh with no texture. 
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same one used by photogrammetry, namely, interpolation 
of matched contours and dots between images, but with 
an extra element: the lasers. These lasers collect the sur¬ 
face information, as in any other scanner, but in turn meas¬ 
ure the optimal distance to the object needed to perform 
the scan. 

The precision and post processing of handheld 3D 
scanners are subordinated to the hardware specifications 
of each scanner. As with computers, in which the per¬ 
formance is evaluated through their random-access mem¬ 
ory (RAM), the processor or the type of hard disk, to 
evaluate the performance of the scanners certain require¬ 
ments must be taken into account. These requirements can 
be summarized mainly in four items: the amount of "eyes" 
(high-definition cameras) and their resolution, the type of 
light, and the frame per second rate (FP5). Mainly what 
determines the precision of a handheld scanner are its 
"eyes". Multiple "eyes" scanners are ideal for scanning 
complex structures, whose volumes do not exceed 12.5 
liters. The quality of the textures generated with these 
scanners is only surpassed by cameras with great macro 
power. On the other hand, for the "eye limited" scanners 
there are no restrictions on the volume of objects to be 
scanned, but they are deficient in texture issues. The latter 
are a great tool for large and simple objects or even small 
areas. 

Regarding post-processing, these scanners are not 
different from other methods thanks to the existence of 
specialized software. Nevertheless, lacking of free available 
software can be seen as a huge disadvantage, and the 
necessary requirements of computers for the processing 
exceed those of more common computers (see Tab. 1). 

Photogrammetry 

Photogrammetry is a 3D digitization method that has 
been used in paleontology for nearly two decades (Breithaupt 
and Matthews, 2001; Breithaupt etal., 2001; see Matthews 
et at, 2016 for review). Initially, the method required ex¬ 
tremely powerful specialized workstations and photographs 
taken according to a specific protocol. Over the last 5-10 
years though, computers have become more powerful, 
digital cameras have increased quality of images, and algo¬ 
rithms have been optimized. As a result, today's pho¬ 


togrammetry process allows the use of photos taken with a 
smartphone, processed on a standard laptop or desktop 
computer using free software, to produce high-resolution 
and high-accuracy models far beyond what was possible 
just a few years ago (Falkingham, 2012; Mallison and Wings, 
201 A; Matthews etal., 2016). 

Because of this advancement in ease-of-use and af¬ 
fordability, photogrammetry is now commonly used 
throughout paleontology branches, being applied to trace 
(Bennett et ai, 2013; Xing et ai, 2016; Falkingham et at., 
2018), individual bones (White etal., 2013), mounted skele¬ 
tons (Bates etal., 2016), invertebrates (Schliiter, 2016) and 
even entire sites or outcrops (Klein etal., 2016). The method 
has even been applied to recreate lost fossils based on 
historical photographs (Falkingham etal., 201 A; Lallensack 
et ai, 2015), or to 5EM (Scanning Electron Microscope) 
images to generate 3D models of microscopic specimens 
(Eulitz and Reiss, 2015). 

Detailed descriptions of the method and best practice 
have been documented elsewhere (Falkingham, 2012; 
Mallison and Wings, 201 A; Matthews etal., 2016), but we 
provide here an up to date summary of what is needed, 
and best practice. 

Equipment A moderately high-powered desktop or laptop 
will be sufficient for most photogrammetry needs. Due to 
similarities in processing needs, "gaming PCs" turn out to 
generally be of ideal specifications for photogrammetry. 
Processor (CPU) speed, amount and speed of available 
RAM, and a discrete graphics processing unit (dGPU) will all 
determine processing times. With some exceptions (notably 
Agisoft® Metashape), most of the available photogram¬ 
metry software utilizes CUDA (Compute Unified Device 
Architecture), and so requires a Graphics Processing Unit 
(GPU) made by Nvidia®, and either Linux® or Windows® 
operating systems. 

Digital photos can be taken with any device from a 
smartphone to a D5LR (Digital Single Lens Reflex) camera. 
Generally, more expensive cameras (and phones) will be 
able to take sharper, higher resolution images with less blur 
than cheaper equipment, though user experience with pho¬ 
tography is also important. To maximize image quality, a 
full-frame DSLR with a prime lens in the 35-55 mm (50 mm 
lenses are recommended) range is generally ideal for most 
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specimens, though the small increase in image quality may 
not be worth the extra cost and lack of flexibility compared 
to a kit camera with zoom lens (zoom images can be used 
but not recommended). An extra effort is needed when 
photographing minute specimens. In macro mode, reduc¬ 
tion of depth of field will focus only nearest part of the field, 
blurring the farthest parts. This hinders the computing when 
triangulating the cloud of points. Taking multiple captures 
at a single position to perform Depth of Field Bracketing 


Figure 5. 1-3, taking photos for photogrammetry; 1, Neuquensaurus 
australis mounted skeleton at Museo de La Plata; 2-3, 3D model of 
Neuquensaurus \r\ 2, lateral, and 3, dorsal views. Blue rectangles rep¬ 
resent positions where shots were taken, whereas straight black lines 
on each rectangle [i.e., normals) represent the focus direction. 


could be needed. As image pictures are the primary data on 
which models are constructed, ensuring their quality is the 
primary objective during photo sessions; then, shadows 
and blurry images should be avoided and having a depth of 
field becomes a "must due" standard. Consequently, tripods, 
remote shooters, annular led lighting and a turn table (for 
small to medium size specimens) are good accessories to 
achieve pretty good images than can save a substantial 
image post-processing. 

Taking photographs. "How many photos?" is usually the 
first question asked by someone new to photogrammetry. 
Unfortunately, there is no hard number to aim for—the 
number needed will vary from specimen to specimen. A 
relatively flat footprint can be captured with as few as 3 
photos, whilst a mounted dinosaur skeleton could take 
anywhere from 200-1000+. Generally, more photos (if 
taken correctly) will increase detail of the final digital model, 
but at the expense of increased processing time—most 
photogrammetry software at the time of writing takes 
exponentially longer as more photos are added, with di¬ 
minishing returns in terms of model quality. In addition, the 
number of photos that programs can process depends on the 
RAM memory of the computer. For example, Metashape® 
manual indicates that the dense cloud building is the most 
GPU and memory consumed step. For a high quality dense 
cloud building, using 500 images coming from a 12 MPix 
camera (i.e., 4000 x 3000 pixels) requires 8 Mb of RAM. 
These requirements are multiplicative in terms of image 
numbers (i.e., 1000 photos need 16 GB) and exponential in 
terms of dense cloud quality (e.g., ultra-high quality for 500 
photos needs 32 GB). Photo resolution has a similar effect 
to increasing number of photos. Images between 16 and 20 
megapixels are usually sufficient; the benefits of higher 
resolution images become outweighed by the increased 
processing time, whilst smaller images will struggle to cap¬ 
ture the necessary detail. That being said, it is important to 
consider that what is unmanageably large data today may 
well be common in the near future. For the process to work, 
any given point of interest must be visible in at least 3 pho¬ 
tos in order for its x, y, z position to be triangulated. This 
is best achieved by attempting to maintain an overlap 
between images of at least 2/3. When moving around a 
specimen (or using a turntable), photos should be taken 
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Figure 6.1-7, general workflow for photogrammetry (example for Agisoft© Metashape©); 1, skull of Megatherium americanum (MLP 2-64) in 
left lateral view; 2, screen capture with align photos (each photo is represented by a blue rectangle); 3, point cloud based on match points in 
aligned photos; 4, dense cloud with coloured points; 5, final mesh model solid view; 6, shaded view (vertex with colours); 7, textured mesh model. 
Scale bar= 10 cm. 
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every few degrees, resulting in -100 photos. Taking multi¬ 
ple circles of photos at different heights will help with 
coverage. An example of camera locations for a three- di¬ 
mensional specimen is shown in Figure 5. At the time of 
writing, 100 photos will generally take on the order of 1 
hour on a modest computer from start to final textured 
model. A scale or any other reference object of known di¬ 
mensions should be included altogether with the specimen. 
Matting of glossy surfaces is also recommended. Recom¬ 
mendations have been made elsewhere (Davies etal., 2017; 
Falkingham etal., 2018) that the model and the photographs 
should be archived and made available as supplemental 
data with any publications. 

Software. The last decade has seen an explosion of available 
photogrammetry software packages, including a wide 
range of both commercial and free, open source programs. 
Whilst some particularly expensive solutions offer signifi¬ 
cantly decreased processing times, or easier-to-use User 
Interfaces (Ul), most softwares are capable of similar levels 
of resolution and accuracy. We refrain from suggesting spe¬ 
cific software here, because the field is changing so quickly 
that any recommendation made will probably be outdated 
by the time of publication. 

The workflow consists in loading the images and then 
follow these steps: 1) align photos, 2) build dense cloud 
point, 3) build the surface mesh and 4) add the texture (Fig. 
6). The result of aligning the photos is a point cloud, which 
can be improved cleaning the points which do not belong 
to the object of interest ("wrong points"). This task can be 
done manually or some aided by specific software with 
tools to do it automatically. The second step will perform 
better if "wrong points" were removed, generating a more 
accurate dense cloud. The next step is to build the mesh, 
and finally, although not mandatory, adding the texture to get 
the object digitized. Particularly, in Agisoft® Metashape® 
software, photos are loaded in two "chunks", each one fol¬ 
lowing the above-mentioned workflow. Once the models 
are ready (including the texture), they must be joined. For 
this, all sets have to be aligned. In some software there is 
the option to automatically align, detecting common points 
or markers. Such markers can be physical markers, which 
are marks on the object or digital markers, which are put in 
a specific part of the object that the user recognize in both 


photos sets using a software tool. Once sets are aligned, 
these can be merged to generate the final model with its 
texture. The final result is a complete object without blind 
points. 

Compared with both digitizer arms and laser scanner, 
photogrammetry has represented an improvement in 
portability and budget. Given laptops and camera can be 
considered usual, standard equipment for most of paleon¬ 
tologist during work on collections or in the field, most 
people will already be well equipped for digitization using 
this method. Optionally including a tripod or turntable will 
round out the equipment list and enable better digitization 
of small or difficult specimens. 

CONCLUSIONS 

As depicted, the surface scanning includes a wide variety 
of devices which incorporate different image acquisition 
techniques, all of them with potential high standards re¬ 
sults. In the light of this, the decision on which device to 
choose will depend on the budget available, the portability 
as well as the size of the target to be scanned. Considering 
these variables, photogrammetry constitutes the surface 
scanning technique which fulfils these requirements, having 
the best cost-benefit relationship. 
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